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A method of objectively determining imaging performance for a mammography quality assurance programme for digital
systems was developed. The method is based on the assessment of the visibility of a spherical microcalcification of 0.2 mm
using a quasi-ideal observer model. It requires the assessment of the spatial resolution (modulation transfer function) and the
noise power spectra of the systems. The contrast is measured using a 0.2-mm thick Al sheet and Polymethylmethacrylate
(PMMA) blocks. The minimal image quality was defined as that giving a target contrast-to-noise ratio (CNR) of 5.4. Several
evaluations of this objective method for evaluating image quality in mammography quality assurance programmes have been
considered on computed radiography (CR) and digital radiography (DR) mammography systems. The measurement gives a
threshold CNR necessary to reach the minimum standard image quality required with regards to the visibility of a 0.2-mm
microcalcification. This method may replace the CDMAM image evaluation and simplify the threshold contrast visibility test
used in mammography quality.
INTRODUCTION
Implementation of an effective quality control proto-
col in mammography is of the greatest importance
for obtaining the best image quality at the lowest
possible dose to minimise the risk. Quality control is
therefore essential to ensure the equipment used is
reliable and consistent to maintain radiation doses as
low as reasonably achievable while optimising image
quality and performance in mammography. Quality
assurance in mammography has received increasing
attention as an essential element of a successful
breast cancer screening programme. The European
Commission developed and published the European
Protocol for the Quality Control of the Technical
Aspects of Mammography Screening (EPQCM) and
the European Guidelines for Quality Assurance in
Mammography Screening in 1993(1,2). The American
College of Radiology developed and published
Mammography Quality Control Manuals in 1990(3)
and the Breast Imaging Reporting and Data System
(BIRADS) in 1993(4). One approach to control the
ability of a mammography system to reach a minimal
image quality for a given dose is given in the fourth
edition of the European Guidelines for quality assur-
ance in breast cancer screening and diagnosis.
This study focuses on the ‘threshold contrast visi-
bility’ protocol (section 2.4.1 of the EPQCM), in
which human observers score images of a CDMAM
phantom. Because of the variable and subjective
nature of the human-observer decision, several
studies revealed an important image phantom and
observer variability in the visibility of the targets.
This variability may affect the result of the threshold
contrast visibility test and limits the ability of accu-
rately measuring system performance(5). In particu-
lar, partial volume effects and the viewing
environment can affect the efficiency of visual
scoring of CDMAM phantom images. Software
tools have been developed to automatically evaluate
CDMAM images and increase scoring efficiency.
Although they give a good correlation with human
observer performance, they also demonstrate differ-
ences in detection sensitivity(6).
Digital mammography systems with inherent
digital data provide the possibility of using quanti-
tative evaluations of image quality, which do not
rely on a human-observer decision threshold. The
standardised measurements of mammographic
modulation transfer function (MTF) and noise
power spectra (NPS)(7) provide the basis for a more
objective and quantitative evaluation of image per-
formance. In this study, a nonprewhitening model
observer weighed for the response of the eye
(NPWE) was applied to assess the image quality
and verify the adequacy of automatic exposure
control (AEC) dose level settings in the mammogra-
phy quality control programme. The use of model
observers demonstrated its ability to provide good
reproducibility in the indication of clinical perform-
ance in digital mammography(7,8). Like the ‘object
thickness and tube voltage compensation’ test of the
EUREF protocol, the study control method is based
on the contrast-to-noise (CNR) measurement with
an aluminium object of 0.2-mm thickness on top of
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PMMA plates of 20, 40 and 60 mm. The result indi-
cates whether the current AEC on the system pro-
vides a sufficient dose for a threshold image quality.
This method may replace the CDMAM image
evaluation and simplify the threshold contrast visi-
bility test used in mammography quality controls.
METHOD
Four digital mammography systems were included in
the study: two CR Kodak CR 975 EHR-M and
EHR-M2, a flat-panel GE Senographe Essential and
a scanned photon counter Sectra MDM.
CNR images were obtained at the clinical beam
quality obtained automatically with the AEC.
Theoretical CNR was calculated as defined for a
NPWE model observer assuming spatial stationarity
in order to be expressed in the Fourier domain. It
corresponds to the detectability index (d 0) of the
NPWE model for a signal known case with
Gaussian, stationary noise and background(9):
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where C is the normalised contrast between the alu-
minium foil and the PMMA background, S( f ) is
the object transfer function, MTF( f ) is the modu-
lation transfer function, NNPS( f ) is the normalised
noise power spectrum and VTF( f ) is the visual
transfer function of the human eye.
The object transfer function for a spherical calcifi-
cation with radius R is given by:
Sð f Þ ¼ 4pR3 sinð2pfRÞð2pfRÞ3 
cosð2pfRÞ
ð2pfRÞ2
 !
ð2Þ
To account for the visual characteristics of the obser-
ver, a VTF which can account for some degradation
of the information perceived by the observer was
introduced(10):
VTFð f Þ ¼ f 1:8 expð0:6f 2Þ ð3Þ
The normalised contrast between a 0.2-mm alu-
minium foil and PMMA blocks of 20, 40 and
60 mm was obtained using the following formula:
C ¼ 1
0:2

mean pixel value (PMMA)
 mean pixel value (Alu)
(mean pixel value (PMMA)
þ mean pixel value (Alu))=2
ð4Þ
The MTF of the different systems (Figure 1) was
determined as specified in IEC 62220-1-2(11). The
impulse response was obtained from the image of a
500-mm thick sharp edged tungsten plate tilted at
about 28 with respect to the lines or columns of the
pixels, and positioned along the central axis of the
X-ray beam, close to the surface of the detectors.
The NPS for the systems (Figure 2) was assessed
according to the international standard IEC 62220-
1-2. For the calculation, square areas of 512512
pixels were selected at the centre of the linearised
images obtained without the aluminium foil.
System response curves were determined with
uniform images acquired at different exposure levels
using the anode-target combination used on the
different systems for a given PMMA thickness to
plot the relationship between the mean pixel value
and the tube load (in mAs) incident on the detec-
tors. These curves were used to express the image
pixel values into X-ray air kerma levels for the MTF
and NPS calculations.
The threshold CNR was chosen at 5.4. It corre-
sponds to a probability of correct observer decision
higher than 96.8 %(12).
Figure 1. MTF of the four mammography systems and
visual and object transfer functions.
Figure 2. NNPS of the four mammography systems for a
detector dose of 50 mGy.
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RESULTS AND DISCUSSION
Figures 3 and 4 show the CNR measured on two
mammography systems (GE Senographe Essential
and Kodak CR 975 EHR-M) as a function of mean
glandular breast dose for three PMMA thicknesses
(20, 40 and 60 mm). The CNR obtained at the AEC
settings are reported. The first system is an example
of a mammography system, which can easily reach
the threshold CNR without overcoming the mean
glandular dose (MGD) limit for any thickness. The
second system cannot reach the threshold CNR at
40 and 60 mm without overcoming the MGD limits
specified in the EUREF (2 mGy at 40 mm and
4.5 mGy at 60 mm).
Figure 5 shows the theoretical CNR curves of the
four mammography systems calculated from
equation (1) as a function of a microcalcification
diameter. These curves were obtained for the AEC
settings used on these systems for a PMMA thick-
ness of 40 mm. The graph shows the threshold CNR
of 5.4 for the visibility of a 0.2 mm aluminium
sphere. The system curves depend on image dose
and therefore on the AEC setting. Only the systems
with a curve reaching the quadrant in the upper left
corner can provide the minimum standard image
quality required with regards to the visibility of a
0.2-mm microcalcification.
The results of this study concern the use of a
NPWE model observer to assess the image quality
and AEC dose level in the mammography quality
control programme. This control procedure was suc-
cessfully applied to all types of digital mammography
systems. It is a different approach than setting a
threshold image quality, is easier to implement than
the EUREF protocol and is less time-consuming. The
threshold contrast visibility determined with the
CDMAM phantom needs indeed six images for every
condition and three experienced observers who have
to analyse at least five diameters in detail. The use of
a NPWE model observer needs only three images per
thickness and can easily be calculated by a software
(no additional human resources are needed).
A general conclusion for imaging systems is that
the observer CNR is linearly proportional to object
contrast and size(13). This behaviour is in agreement
with both NPWE model observer CNR and the
European protocol. Some bias due to linear signal
trends such as heel or geometric effects can be intro-
duced in the value of the observer CNR. An appro-
priate removal of these biases in the data was
necessary for CR system images which are not cor-
rected by a flat field procedure. These biases on noise
measurement were limited by using small signal
areas for noise measurement and with images
obtained by exposing the CR cassette using half load
under normal condition and half load with cassette
rotated 1808 in the bucky. Therefore, the precision
and reproducibility of this quantitative imaging per-
formance evaluation were much higher than scoring
by human observers. Large acceptability of this CNR
observer evaluation technique will probably need a
further validation with a systematic comparison
using the test from the EUREF protocol.
Figure 3. CNR measured on the GE Senographe Essential
system as a function of mean glandular dose for three
PMMA thicknesses (20, 40 and 60 mm).
Figure 4. CNR measured on the Kodak CR 975 EHR-M
system as a function of mean glandular dose for three
PMMA thicknesses (20, 40 and 60 mm).
Figure 5. Theoretical CNR of four digital mammography
systems as a function of a microcalcification diameter.
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CONCLUSION
The use of a NPWE model observer to assess the
image quality and AEC dose level in a mammo-
graphy quality control programme demonstrated its
ability to provide good reproducibility in the indi-
cation of clinical performance. This model for
assessing the imaging performance for digital mam-
mography systems indicated by an easy test the
desirable detector dose that has to be used for the
required visibility of a 0.2 mm microcalcification.
This method was successfully implemented to
replace the CDMAM image evaluation and simplify
the threshold contrast visibility test used in mammo-
graphy quality controls.
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